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Section 1: Introduction to Risk

e Defining what risk is within a healthcare organisation and explain why risk is crucial to
manage.
e |dentifying common risks relating to medical devices and how they typically occur.

* Exploring the responsibility of risk - who should identify risks, report them, correct
them, and manage them?

* Describe and understand the existence of different types of risks - risk control, residual

risk, and acceptable risk.

Section 2 : Comprehending ISO 14971

» Explain ISO 14971, its development, and its necessity in healthcare.

* Investigating the principles, regulations and standards established by 1ISO 14971 and
evaluating how organisations can remain compliant.

* Understanding the 1ISO 14971 definition of risk and how that influences the methods of
analysing risks.

e How ISO 14791 has influenced the industry’s standard of risk management principles.

Section 3 : Conducting Risk Assessments

* |dentifying and explaining each stage of the risk assessment process - identify, assess,
control, record, and review.
¢ Establishing policies for reporting risks and educating individuals on how to best
recognise potential risks.
* Evolving away from the mindset that risks are only a result of device faults.
e Utilising the HAZOP method of identifying hazards.

Section 4 : Analysing Risk Data

e Understanding the three types of risk evaluations - qualitative, semi-quantitative and
quantified.
* Assessing the application of Failure Mode and Effect Analysis (FMEA) for measuring

fault conditions.



» Acknowledging the limitations of FMEA and understanding when to use other risk
analysis methods.

e Accompanying FMAE with preliminary hazard analysis and fault tree analysis
techniques.

* Using analysed data to categorise risks based on probability and severity.

Section 5: Implementing Risk Management

* Establishing risk management goals, with the priority always being to increase medical
device safety.

* Prioritising the prevention of significant risks through maintenance and user
education.

e Strategising corrective actions in situations where risks occur with the intention of
reducing harm and device down-time.

* Re-conducting risk assessments after corrective actions have occurred to identify
differences in risk.

* Understanding when residual risk and acceptable risk may occur.
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Risk Management in the Healthcare Sector in 2025

Explore healthcare risk management—its importance, key processes, and tech advances.

.Learn how professionals boost patient safety and resilience

YouTube Video

-https://www.youtube.com/embed/h6uvXBkbXNM?si=BxdGD1CX5 bLi3v
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